In many environments, bacteria favor a sessile, surface-attached community lifestyle.
until an OD 600 of 0.5 is reached indicating mid-exponential phase. Use this time to sterilize the device.
7. Dilute the culture to an OD 600 of 0.0025 in 5 ml of 1% TB.
8. Insert tubing in the inputs and outputs of each microchannel, applying enough pressure to force the tubing roughly half-way from the PDMS surface to the glass slide but carefully to avoid cracks in the PDMS inlet and outlets.
9. Attach the output tubing to a 5 ml syringe equipped with a BD 23G1 gauge needle for each microchannel. Place the syringes on to the syringe pump and mount the device onto the microscope stage ( Figure 2 ). Set the diameter of the syringe on the syringe pump. 
